Interactive comment on “In-flight Calibration of the Cluster/CODIF sensor” by L. M. Kistler et al.

L. M. Kistler et al.
Lynn.Kistler@unh.edu

Received and published: 11 August 2013

Yes, sorry about that! We have now included a reference to the WHISPER instrument paper, as well as to the other Cluster instruments papers. We have also included an acknowledgement to the instrument teams, and we have noted that the data was obtained from the CAA. The intervals used are 1-hr averaged intervals in the magnetosheath, and about 10 intervals per year are chosen.