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Abstract.  

The working environment in hot dry rock boreholes, encountered in deep geothermal investigation drilling, and ultra-deep 

geological drilling (up to 5000m), is very difficult at the present stage. We have developed a drilling trajectory measuring 10 

instrumentation (DTMI), which is based on the interference fiber optic gyro (FOG). This can work continuously, for 4 hours, 

in an environment where the ambient temperature does not exceed 270°C and the pressure does not exceed 120MPa. The 

DTMI is mainly divided into three parts: an external confining tube, a metal vacuum flask, and a FOG measurement probe. 

Here we focus on the mechanical design, strength, and pressure field simulation analysis for the external tube, the structural 

design and temperature field simulation analysis for the vacuum flask, and the FOG Shupe error analysis and compensation 15 

in the temperature field. Finally, through the engineering applications of SK-2 east borehole of the China Continental 

Scientific Drilling Project (CCSD) and the geothermal well of Xingreguan-2, the data measurements of the drilling trajectory 

were used to analyze the stability of the DTMI. The instrument realizes long-duration, high stability, work in the process of 

making trajectory measurements in an ultra-deep hole. The instrument has the characteristic of anti-electromagnetic 

interference, and enables work to be carried out in the blind-zone of existing technologies and instrumentation. Therefore, 20 

DTMI has great potential in the promotion and development of geological drilling technology. 

1 Introduction 

With the recent rapid development of the national economy, shortages in resources and energy have become major barriers 

to economic development. In order to obtain more resources and energy, we now need to explore deeper into the earth´s 

crust. Therefore, the depth of drill holes for mineral resource exploration and extraction is constantly increasing. 25 

Furthermore, geothermal energy and shale gas are considered to be new "green energies" that can maintain sustainable 

development, which is of both domestic and foreign concern. Therefore, the development of drilling engineering, in the field 

of high-temperature geothermal energy and shale gas, is included in the development plan of China (Chen et al., 2015). With 

increases in borehole depths, there is also an increase in temperature. In general, the temperature gradient for a normal 

formation is about 3°C/100 m, the maximum temperature of a 3000m deep oil and gas well can reach over 100°C. When the 30 
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borehole depth reaches around 8000m, the temperature will reach 250℃. In hot dry rock, areas of high geothermal energy 

and other areas with anomalous geothermal gradients, the temperature will be higher (Osipova et al., 2015; Chen et al., 2015). 

When the depth of the borehole (well) increases, the degree of borehole deviation also increases. Borehole deviation will 

have a significant impact on the quality of the borehole and construction safety. With the increasing depth of deep mineral 

resource exploration and geothermal resource exploration and development, the drilling path or trajectory needs to be more 35 

and more accurate (Xu et al., 1996). Therefore, borehole deviation and drilling trajectory must be measured to provide 

technical support for drilling construction. 

One of the main technical problems in ultra-deep borehole drilling construction, is how to measure the drilling trajectory in a 

high temperature environment while ensuring measurement accuracy. At present, the drilling trajectory measurement 

technique is to measure the zenith angle of the hole’s (well’s) body axis (the angle between the tangent of the wellbore axis 40 

and the vertical), the azimuth angle (the direction of the horizontal projection of the tangential line of the wellbore axis), the 

depth of the hole (the depth position of the measuring point in the well). These three main geometric parameters are then 

used in an appropriate calculation method, to calculate the spatial position of the measured point indirectly, so as to obtain 

the trajectory data for the hole (well) (Xiao et al., 1989). As shown in figure 1, the zenith angle (θA) is the angle between the 

tangent at the point and the vertical line, the azimuth angle (αA) is the angle between the projection of the tangent line onto 45 

the horizontal plane, and the true north direction, and the hole depth (HA) is the distance from the orifice O to the bore axis 

of the point. 

 

Figure 1: Coordinate system of borehole trajectory. 
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The hole depth can be measured by the length of the drill pipe, or cable under the hole. The measurement of zenith angle 50 

generally uses a sensor based on the measurement principle of liquid level, suspension principle and gravitational 

acceleration, and the precision is relatively high. The azimuth measurement is usually of the following two types: one uses 

the principle of the earth's magnetic field, and the other uses the principle of inertial navigation. The borehole inclinometer, 

which is based on the principle of geomagnetic field orientation, is only suitable for non-magnetic interference or weak 

magnetic mining areas (Sedlak, 1994). In strongly magnetic mining areas or in magnetic interference drilling, due to the 55 

interference of the earth's magnetic field or metal shielding (magnetic mining area, instrument casing and drill pipe casing), 

the accuracy of this type of instrument does not meet the measurement requirements (Yamaguchi et Al., 2015). In order to 

solve the problem of borehole inclination in the case of strong magnetic interference (such as inside the drill pipe, inside the 

casing, etc.), the azimuth is generally measured by optical fiber or dynamic tuning gyroscope, based on the principle of 

inertial navigation. Some existing FOG-based drilling trajectory measuring instruments are shown in Table 1. 60 

Table1. Technical Parameters of some DTMI based on FOG 

No. Names 
Outer 

diameter(mm) 

Measurement range 

and accuracy of 

zenith angle 

Measurement range 

and accuracy of 

azimuth angle 

Withstand 

voltage(MPa) 

Heat 

resistance(°C) 

1 
Keeper 

(USA) 
47–76 0～70°; ±0.05° 0～360°; ±1.5° 140 200 

2 
Ekinox 

(France) 
50–75 0～70°; ±0.05° 0～360°; ±1.5° 100 150 

3 
Genesys 

(Germany) 
50 0～70°; ±0.15° 0～360°; ±1.5° 80 125 

4 
TXL-48 

(China) 
48 0～80°; ±0.15° 0～360°; ±2.0° 110 175 

5 
U1-40X 

(China) 
50–70 0～70°; ±0.15° 0～360°; ±1.5° 140 180 

There is a lack of drilling trajectory measurement instruments and corresponding technologies for high temperature and 

pressure environments. There are also many problems in the practical application of the drilling trajectory measurement. 

Therefore, research on drilling measurement technology for high temperature and pressure environments, encountered in 

ultra-deep drilling, is of great significance. This technology can be used for new energy, ultra-deep oil and gas development, 65 

high-temperature geothermal energy, hot dry rock development drilling engineering, scientific drilling engineering, ultra-

deep mineral resources drilling engineering and oil and gas drilling engineering. 

Here we look at working environments with a maximum temperature not exceeding 270°C and pressures not exceeding 

120MPa. A thermal simulation analysis of a metal vacuum flask and pressure simulation modeling of the external confining 

tube are presented. A design scheme, for drilling trajectory measuring instrumentation (DTMI), is proposed and optimized. 70 
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Through the field engineering application in the China Continental Scientific Drilling Project (CCSD) and in geothermal 

development drilling, a long-duration, high-performance DTMI for deep hole trajectory measurement has been realized. This 

is of great significance for promoting the development of geological drilling. 

2 Design and Principles of DTMI 

2.1 Configuration of DTMI 75 

DTMI is an important instrument for investigating drilling construction quality and trajectory parameters in anti-magnetic 

interference drilling engineering. The DTMI is mainly composed of an external confining tube, a metal vacuum flask, and an 

FOG measuring probe, shown in figure 2. 

 

Figure 2: Photos of external confining tube, metal vacuum flask, and FOG measurement probe. 80 

The external confining tube is the outermost layer, a threaded interface is equipped with a high-pressure metal sealing ring to 

ensure that the maximum pressure reached is 120 MPa. For downhole measurements it is equipped with a shock-proof guide 

joint and a centralizer. The metal vacuum flask forms the middle layer, which is equipped with four heat absorbers and shock 

absorbers in the upper, middle, and lower parts. These ensure that, as the temperature rises externally to 270°C, during the 4 

hours of operation the internal temperature of the bottle does not exceed 90°C. The FOG measurement storage probe forms 85 

the innermost level, mainly comprising of IMU sensor components, storage control module, navigation solver module, and a 

high-temperature battery. Its function is to realize multi-point azimuth and inclination measurements and storage (Liu, 2016; 

Lin et al., 2015). The internal structural diagram of the DTMI is shown in figure 3. 
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Figure 3: Internal structural diagram of DTMI. 90 

The measurement flow chart of the DTMI is shown in figure 4. The DTMI is lowered and lifted by a wire rope connection, 

and the data measured, during operation, is stored in the probe’s memory, in real time. When the measurements are 

completed, the trajectory measuring probe is taken out of the borehole, the storage module in the FOG probe is connected to 

the ground laptop, through the data line, and the data stored in the probe is read by the upper computer, measurement 

software. Data processing and display are performed, thereby giving the results of the trajectory measurements. 95 
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Figure 4: Hardware diagram of DTMI. 

https://doi.org/10.5194/gi-2019-39
Preprint. Discussion started: 21 November 2019
c© Author(s) 2019. CC BY 4.0 License.



6 
 

2.3 Design and Principles of measurement module 

2.3.1 Measurement module Design 

The measurement module consists of a three-axis fiber optic gyroscope (inertial measurement unit) and a three-axis 100 

accelerometer (acceleration measuring unit), which are orthogonal to each other, as shown in figure 5. 

 

Figure 5: Composition diagram of the three-axis measurement module. 

The measurement module uses a module design method, it consists of a three-axis accelerometer sensor module, a three-axis 

FOG sensor module (IMU), a temperature sensor module, a signal conditioning module, a high-precision A/D conversion 105 

module, a navigation calculation processing module and a high-temperature power module, which are shown in figure 6. 
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Figure 6: Figure of Measurement Principles. 

The key component is the FOG measurement component. This is composed of an interference fiber gyro (I-FOG), an optical 

path portion, and a circuit portion. According to the three-axis integrated design, three interferometric fiber optic gyroscopes 110 

(I-FOG) are fixed respectively on the three coordinate axes of the carrier coordinate system, which are orthogonal each other. 

As shown in figure 7, each single-axis optical path is partially composed of a light source (divided by a super luminescent 

tube SLD), a coupler, an integrated optical modulator (referred to as a Y-waveguide), and an optical fiber ring (a special 

process used for a polarization-maintaining optical fiber). The detector consists of five major components, and three FOGs 

share one SLD light source. Other functional modules adopt a mature all-digital closed environmental biasing scheme. This 115 

design has advantages of low cost, small size, and high stability. Meanwhile, the design of the inertial navigation 

measurement module focuses on the assembly process, low thermal power, overall electromagnetic compatibility and anti-

interference (Titterton and Weston, 2004; Savage and Paul, 2013). 
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Figure 7: Composition Diagram of IMU. 120 

2.3.2 Measurement Principles 

Due to the narrow space inside the borehole, it is very difficult to install a stable physical measurement platform. Therefore, 

the instrument uses the strapdown inertial navigation technology to realize the function of navigation by using the fiber optic 

gyroscope, accelerometer and trajectory calculation model (Grewal et al., 2007). Among them, the three-axis accelerometer 

measures the acceleration in three directions, and the acceleration value can be used to obtain the displacement, in three 125 

directions, by double integration with respect to time; the three-axis fiber optic gyroscopes measure the rotational speed of 

the carrier in three directions, and the corresponding rotation angle can be obtained by integrating with respect to time. 

Using the three-axis displacement and rotation angle, the attitude matrix is solved by the space coordinate system variation, 

the drilling trajectory calculation model, the Euler angle coordinate transformation and the quaternion method, when the 

rigid body is rotated around an axis, the angular position of the rotating rigid body can be calculated (Çelikel and Sametoğlu, 130 

2012). The rotation of the carrier coordinate system, relative to the navigation coordinate system, is shown in Eq. (1): 

 1

2
b
nbW w  


      (1) 

There is 

0

1

2

3

q

q

q

q

 
 
  
 
 
 

，  
0

0

0

0

b b b
nbx nby nbz

b b b
nbz nbz nbyb

nb b b b
nby nbz nbx
b b b
nbz nby nbx

w w w

w w w
W w

w w w

w w w

   
    
 

  

， 

The fourth-order Runge-Kutta (R-K) method is used to solve the ordinary differential equation (Bernardo and Shu, 1989), 

the azimuth α, the zenith θ, and the tool face angle β can be obtained by Eq. (3). 135 
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Where α is the angle of rotation about the axis of rotation, and Gx, GY, and GZ are components of the acceleration in the 

direction x, y, and z, respectively, cosβx, cosβy, and cosβz are components of the axis of rotation in the x, y, and z directions, 

respectively. 

2.3 Technical Parameters 

基于光纤陀螺的 DTMI 的技术参数指标如表 2 所示。 145 

The technical parameters of the DTMI based on the FOG are shown in Table 2. 

Table2. Technical Parameters of DTMI 

Units Parameters Value/ State 

Storage 

measurement 

probe 

Measurement range and 

accuracy of zenith angle 
0～90°; ±0.15° 

Measurement range and 

accuracy of azimuth angle 
0-360°; ±1.5° (when deviation > 3°) 
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Working temperature −10～125℃ 

Diameter of probe ≤45mm 

Continuous working time ≥96hr (under ordinary temperature) 

MTBF ≥1000hr (under ordinary temperature) 

External 

confined tube 

and metal 

vacuum flask 

Withstand voltage 120MPa 

Heat-insulating property 

The continuous working time does not exceed 4h 

and temperature-rise < 125℃ in flask when the 

ambient temperature is 270°C. 

Diameter of external tube ≤ 75mm 

Max deformation 1.5mm per 1m 

3 Key technologies of the DTMI 

This section focuses on the temperature resistance and measurement accuracy of the DTMI. For this we look at three aspects, 

mechanical design of the external confining tube, structural design of the vacuum flask and FOG error compensation. This is 150 

to ensure that the DTMI can work for a long-duration with high-performance in the ultra-deep hole trajectory measurement 

process and meets the design parameters. 

3.1 External confining tube 

The main function of the external confining tube is to ensure that the DMTI can withstand an external pressure of up to 

120MPa, during 4 hours of working time. Due to the complexity of the loads when the DTMI is doing actual drilling work, 155 

this section uses finite element analysis software to accurately model and analyze its mechanical state. Based on the analysis 

of the overall model to the local components, a mechanical simulation of the external confining tube is carried out. The 

stress-strain distribution and deformation of each detail position, under different loads, are compared and analyzed (Tavio 

and Tata., 2009). 

Joints of drilling trajectory measuring instruments, at home and abroad, widely use tapered thread, trapezoidal buckles. One 160 

of the reasons for this is high strength, the second is that they are simpler than rectangular buckles. In addition, they are 

wear-resistant and easier to unscrew than circular threads (Kielbassa et al., 2009). Sealing and connection of the DMTI used 

tapered threads, the simplified schematic of a threaded tooth type, trapezoidal buckle is shown in figure 8(a). The connection 

and sealing of the DTMI are achieved by the pre-tightening force on the thread end face and the shoulder surface of the 

threaded shoulder. The preload force, generated by the threaded buckle, has an important effect on the critical load of the 165 
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confining probe joint, the fatigue damage resistance, the axial load resistance, and the sealing of the shoulder contact surface, 

as shown in Fig. 8(b). 

  

(a)       (b) 

Figure 8: (a) Diagram of internal and external thread matching; (b) Effect of axial load on preload. 170 

3.1.1 Establishment of finite element model for threaded connection 

For the material of the external confining probe tube, 17-4PH precipitation type hardened stainless steel was selected. This 

has good mechanical properties, good temperature resistance, and slow heat conduction. The sealing joint is made of 

30CrMnSiA using heat treatment. The technical parameters of the two materials are shown in Table 3. 

Table3. Technical Parameters of DTMI 175 

Steel 

Mechanical properties 

Yield strength 

σS（MPa） 

Tensile strength 

σb（MPa） 

Elongation 

δ（%） 

Section shrinkage 

φ（%） 

17-4PH 650 800 12 40 

30CrMnSiA 835 1080 10 45 

We used the ANSYS Workbench platform to build a simplified model of the thread, accurately assemble it and finally 

import it into the ANSYS platform, for accurate mechanical simulation analysis, as shown in figure 9. 

 

(a)       (b) 

Figure 9: (a) Connector thread assembly drawing; (b) Model simplified diagram of two-dimensional axisymmetric. 180 
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3.1.2 Simulation of the pressure field and optimization of the structural parameters 

This section focuses on optimizing the design parameters of the probe, from the internal and external diameter (wall 

thickness), thread taper, thread height, and pitch. From field experience, the outer diameter of the probe tube was designed to 

be 73mm, and the inner diameter selected was 68mm (GB), 67.5, 67, 66.5 and 66mm were used for finite element analysis. 

(1) Effect of local thickening of confined probe joint on connection strength 185 

Local thickening of the ends of the joint thread is one common processes for improving the strength of the confining probe 

joint (Vasudevan et al., 2013). According to the work experience and the actual situation, the outer diameter of the probe 

tube is designed to be 73mm, and the inner diameter of the pipe body is selected as 68mm (GB), 67.5, 67, 66.5 and 66mm 

for finite element analysis,. The equivalent stress value of the thread, the Von-Mises stress, the maximum equivalent stress 

value, and the stress contour are compared and evaluated. The stress and deformation of the local details of the threaded joint 190 

are also evaluation indexes. The results are shown in figure 10 and figure 11. 
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 Figure 10: The stress nephogram of the external thread of the confined probe joint (the inner diameter from top to bottom is 
68, 67.5, 67, 66.5 and 66mm respectively). 
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Figure 11: (a) The trend diagram of the maximum equivalent stress with inner diameter decreases; (b) The trend diagram of the 
maximum total deformation with inner diameter decreases. 

From the finite element analysis results (figure 11), the following conclusion can be obtained: with a decrease in the inner 

diameter of the probe joint, that is the thickness component is thickened, the maximum equivalent stress at the joint thread is 200 

gradually reduced and joint strength is increased by 20.8%. At the same time, the maximum total deformation of the 

confining probe and joint is gradually reduced, indicating that the stress distribution inside the thread is more balanced. 

Therefore, the inner diameter set at 67mm, greatly improves the connection strength of the confining probe.  

(2) Effect of thread taper on joint strength 

The thread parameters of the confining tube are selected from the national standard equipment standard GB/T 16951-1997 205 

(Neq ISO 10098: 1992, 1997), for the simulation analysis, five sets of taper were selected, these were 1:15, 1:20, 1:25, 1:30 

and 1:36 (GB). The results of finite element calculation are shown in figure 12 and 13. 
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Figure 12: The stress nephogram of the external thread of the confining probe joint (the tapers from top to bottom are 1:15, 1:20, 
1:25, 1:30, 1:36). 210 

Taper

M
ax E

q
u

ivalen
t Stress

(M
P

a)

 
Taper

M
ax E

q
u

ivalen
t Stress

(M
P

a)

 
(a)      (b) 

https://doi.org/10.5194/gi-2019-39
Preprint. Discussion started: 21 November 2019
c© Author(s) 2019. CC BY 4.0 License.



16 
 

Figure 13: (a) Relationship between thread taper and the maximum equivalent stress of tube body; (b) Relationship between 
thread taper and the maximum equivalent stress of joint. 

We comprehensively analyzed the maximum equivalent stress of the pipe body and the joint with different tapers. When the 215 

taper of the thread is around 1:25, the overall joint strength of the pressure probe tube is the greatest. 

(3) Effect of thread height on joint strength 

Seven thread heights, of 0.8, 0.9, 1.0, 1.1, 1.2, 1.3, and 1.5 mm were selected for simulation analysis, and the results of the 

finite element calculation are shown in figure 14 and 15. 
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 220 
Figure 14: The stress nephogram of the external thread of the confining probe joint (the heights from top to bottom are 0.8, 0.9, 
1.0, 1.1, 1.2, 1.3, and 1.5 mm). 
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(a)      (b) 

Figure 15: (a) The trend diagram of the maximum equivalent stress of tube body with thread increases; (b) The trend diagram of 225 
the maximum total deformation of tube body with thread increases. 

From the results of the finite element analysis (figure 15), it can be seen that different thread heights have a large influence 

on the joint strength. We comprehensively analyzed the maximum equivalent stress value and maximum total deformation of 

the pipe body, with the tooth height set at 0.9mm. The joint strength of the whole structure was high, the internal structure 

stress distribution was relatively uniform, the bearing capacity of the structure was good, the threaded joint did not fall off 230 

easily, and the wear resistance was also good. 

(4) Thread pitch affects joint strength 

Five pitches of 6, 7, 8, 9, and 10 mm (GB) were selected for simulation analysis. The finite element calculation results are 

shown in figure 16 and 17. 
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 235 

Figure 16: The stress nephogram of the external thread of the confining probe joint (the pitches from top to bottom are 6, 7, 8 
(GB), 9 and 10 mm). 
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Figure 17: The trend diagram of the maximum equivalent stress of tube body with pitch increases. 

根据图 17 的有限元分析结果可知，承压探管的连接强度随螺距增加而逐渐降低，最大降幅降到 90.9%；而在实际240 

应用中，螺距越少即螺纹扣数越多，拧卸扣劳动强度越大，综合考虑应选择螺距为 8mm。 

From the finite element analysis results (figure 17), the connection strength of the pressure probe tube gradually decreases 

with the increase of the pitch, and the maximum drop rate is reduced to 90.9%. In practical applications, the smaller the pitch, 

the greater the number of thread buckles needed, and the labor intensity of the shackle buckle is increased. Therefore, the 

pitch should be 8 mm for consideration for comprehensive analysis. 245 

In summary, from the pressure field simulation analysis of the pressure probe, the optimized parameters for the pressure 

probe and its thread are shown in Table 4. 

Table4. Technical Parameters of DTMI 
 Inner diameter Taper of thread Depth of thread Pitch of thread 

Optimal value 67mm 1:25 0.9mm 8mm 

3.2 Metal vacuum flask 

Due to the in borehole limitations, the metal vacuum flask is designed with a cylindrical structure. The protected measuring 250 

probe is loaded into the flask. As shown in figure 18, the metal vacuum flask is mainly composed of a vacuum insulated 

bottle, heat absorbers, and a heat insulator. 
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Heat Insulator Vacuum Insulation BottleHeat Absorber

 

The metal vacuum flask consists of a gland, a plug, a heat-insulating tube, an upper heat absorber, a bottle body (vacuum), a 255 

medium heat absorber, and a lower heat absorber. These components are mainly composed of aluminum alloy, 1Cr18Ni9Ti, 

titanium alloy, and 45 steel. In the process of temperature simulation of the complete fiber optic gyroscope, the parameters of 

the relevant materials should be determined (Fang, 2002). The bottle body uses 1Cr18Ni9Ti as the inner shell material, 

similar to the heat preservation cup, and the material adopts vacuum structure. The heat absorber is mainly made of paraffin, 

and the heat absorption process is realized by a solid to liquid phase transformation. Accounting for the heat from the fiber 260 

optic gyroscope movement and the external temperature, the length of the phase change body is designed; the insulator is 

made of SiO2 fiber reinforced aerogel material. The specific parameters are shown in Table 5. 

Table5. Technical Parameters of DTMI 
No. Materials Thermal conductivity (W/m.K) Specific heat (J/kg.K) Density (kg/m3) 

1 PCB(FR4) 35.4 962 326 

2 Plastic 64 1600 650 

3 Fiber loop 0.13 1320 1200 

4 Aluminum alloy 238 875 2770 

5 Steel 45 35.4 46.47 7800 

6 Ti alloy 11.7 858 4470 

7 SiO2 0.017 550 150 

8 Paraffin 0.21 1950 900 

9 1Cr18Ni9Ti 20 450 7850 

3.2.1 Heat calculation in the flask 

The heat calculation in the flask consists of the following three parts: heat power calculation of internal measuring 265 

components (including FOGs, accelerometers, acquisition board, navigation solution board, data storage output board and 

high temperature battery); calculation of the leakage heat of the flask; calculation of the heat storage (endothermic). In the 

trajectory measurement process of the DTMI, the total heat calculation formula is shown in Eq. (5), and the specific 

calculation is as follows. 

Figure 18: Structural diagram of the Metal Vacuum Flask. 
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a. Heat power calculation of internal measuring components 

When the DTMI is energized, the entire measurement system (3-axis FOG and 3-axis accelerometer) is in a moving state. 

The orientation of each FOG and accelerometer changes under different moving states. We assume that one hot surface is up, 

one is down, and one is vertical during the convection process. When the inertial measurement unit is working, the related 275 

components will generate heat and compensate for the internal and external temperature difference, so the internal and 

external temperature differences are not considered. The power consumptions of the main heat sources are shown in Table 6. 

Table6. The heat consumption table of main heat source 

Heat sources Power consumption Materials 

FOG x 2W Duralumin(Shell) 

FOG y 2W Duralumin(Shell) 

FOG z 2W Duralumin(Shell) 

Acc x 0.3W Duralumin(Shell) 

Acc y 0.3W Duralumin(Shell) 

Acc z 0.3W Duralumin(Shell) 

Data Collector of Acc 0.2W FR-4 

Data Collector of IMU 2W FR-4 

Battery for high temperature 10W Duralumin(Shell) 

Data storage output module 1.5W FR-4 

Among them, the battery conversion efficiency is assumed to be 80%, and the rest is converted into heat; QIMU is the sum of 

the power consumptions of the three-axis FOG, the accelerometer and the circuit board, which is calculated by Eq. (6), 280 

where t = 4h, P = 21W. 

= tIMUQ P         (6) 

b. Calculation of leakage heat 

The heat leakage of the metal flask is mainly the heat transfer from the outside to the inside, which includes two aspects: (1) 

Axial heat transfer through the flask mouth, including solid heat conduction of the inner tube wall and the heat insulating 285 

plug; (2) Radiation leakage between the inner and outer tubes, heat conduction of residual gas, and solid heat transfer 

between the vacuum layers. The total leakage heat flow rate is set to Φsum, Φ1 is the heat conduction of inner wall of the flask, 

Φ2 is the leakage of the heat insulation plugging, Φ3 is the radiation leakage heat, Φ4 is the residual gas leakage heat. It 
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follows that the total heat leakage Φsum is calculated from Φ1, Φ2, Φ3 and Φ4. The calculation formulas are shown in Eq. (7) 

and Eq. (8) (Malatip et al., 2012). 290 

4321总       (7) 
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Where A is the effective cross-sectional area, in m2; L is the length of the thermal conduction section, in m; ΔT is the 

temperature difference, taken as 200K; 
__

 is the average thermal conductivity of the material, which is 0.045; the blackbody 

radiation constant is 5.67× 10−8, in Wm−2K−4; A is the radiation area, in m2; ε, is the effective emissivity, taken as 0.08; T1 295 

and T2 are the temperatures of the high and low temperature surfaces, respectively, in K; n is the number of layers. When the 

vacuum is >10−3 Pa, the residual gas leakage heat can be neglected, so a total leakage heat flux Φsum = 3.525W is calculated. 

c. Calculation of heat storage 

The heat storage material uses the sensible heat and latent heat of paraffin (phase transition temperature is 60°C, density is 

900 kg/m3) to store heat and the material itself is used to control the rise of external temperature (Fang, 2002). The length of 300 

the heat absorber is set to 450mm, and the heat storage capacity calculated is 101.736W; when the temperature inside the 

bottle rises to 125°C, the heat absorption time = heat storage / total heat leakage flow, so the total endothermic time is 

calculated as 8.12h. 

In summary, the theoretical calculation of the heat in the flask proves that when paraffin wax is used as the heat absorbing 

material and its length is designed to be 400mm, the temperature rise inside flask is guaranteed to be ≤125°C in a period 305 

greater than 7 hours. 

3.2.2 Simulation and calculation of temperature field 

The initial temperature of the internal measuring component was set to 25 °C, the initial temperature of the outer boundary 

of the metal thermos was set to 270 ° C, and the third boundary condition [100] of heat transfer was selected in order to 

obtain the temperature simulation result, shown in figure 19. 310 
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(a)       (b) 

Figure 19: (a) Temperature distribution nephogram of the metal vacuum flask after 4 hours work; (b) Temperature distribution 

nephogram of the FOG measurement probe after 4 hours work. 

Figure 19(a) is a temperature distribution nephogram of the metal flask after 4 hours of working. It can be seen that the 315 

overall trend of temperature change in the thermos bottle is gradually reduced from the bottle head to the bottom of the bottle. 

At the mouth of the bottle, the maximum temperature reaches 113.23 ° C, which meets the design requirements 

(temperature-rise < 125℃ in flask). Figure 19(b) is a temperature distribution nephogram of the FOG measurement probe. It 

can be seen that the internal temperature gradually decreases from the bottle head to the bottom of the bottle, and the 

temperature values of the different sensor positions are also different. The temperature value on the bottommost FOG is the 320 

lowest, which proves the importance of the metal thermos bottle to the temperature rise control of the fiber optic gyroscope, 

which is also a guarantee for the measurement accuracy of the FOG. 

3.3 Analysis of coupling effect of temperature field and pressure field 

In this section the temperature field - pressure field coupling effect are taken into consideration. Through finite element 

analysis, a stress and strain distribution, cloud diagram, for the whole measuring instrument is obtained. The deformation 325 

state of the outer tube, under the coupling of the temperature field and the pressure field, is analyzed, and to verify the 

resistance to high temperatures and compression. 

Firstly, we simplify the mechanical model of the DTMI, then the coupling of the temperature field and the pressure field is 

solved by the following three steps: (1) apply temperature boundary conditions, setting the temperature to 270°C, solve the 

temperature field, and introduce the temperature field results into statics structural analysis; (2) In static structural analysis, 330 

apply a confining pressure load of 120MPa and constrain it; (3) Solve the coupling between the temperature field and the 

pressure field, as shown in figure 20 and 21. 
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Figure 20: The stress nephogram of the coupling between the temperature field and the pressure field (The upper left is the total 

deformation nephogram; the upper right is the equivalent strain nephogram; the lower left is the minimum principal stress 335 

nephogram; the lower right is the Mohr-Coulomb stress displacement safety factor nephogram). 

 

Figure 21: The total deformation nephogram comparison (the left picture shows the pressure field total deformation nephogram; 

the right picture shows the pressure field and temperature field coupling total deformation nephogram). 
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Analysis of the finite element results shows that under the action of high temperature and high pressure, the total 340 

deformation of the DTMI increases and the equivalent strain increases, when compared with the action of the pressure field 

alone. The maximum deformation of the DTMI is calculated to be 3.47 mm per meter. The deformation is 1.33mm, which 

meets the requirement that the deformation amount per 1m in the parameter index should be less than 1.5mm. 

3.4 FOG error analysis and compensation in temperature field 

Due to thermal field distribution and heat transfer under the thermal transient state, the physical properties, geometrical 345 

features, and thermal transfer of the FOG are dynamically changing over time, leading to a Shupe error in the FOG 

inclinometer. The Shupe error is negatively correlated to the accuracy of the inclinometer. To enhance the accuracy of the 

IMU, the finite element method (FEM) was adopted to analyse the heat conduction features of the inclinometer in a thermal 

field. This method can overcome the limits of traditional analytical techniques. For instance, it can handle the complex 

boundary conditions of the FOG. According to the differential control equations for heat conduction, a FOG error 350 

compensation formula in thermal field was derived through Shupe error analysis, laying the basis for FOG thermal field 

modeling and error compensation. 

3.4.1 Shupe Error Analysis 

In the thermal transient state, the Shupe error can be calculated based on the phase delay ϕ of the light wave propagation in a 

fiber loop with length L (Mohr, 1995): 355 

   dzzndzz
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Where β0 is the propagation constant of light in free space; n(z) is refractive index. Since the thermal expansion and 

refractive index of the medium may vary with the temperature fields during light wave propagation, Eq. (9) can be rewritten 

as Eq. (10): 
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Where neff is fiber refractive index; (∂neff)/∂T is the temperature coefficient; α is fiber thermal expansion coefficient; ΔT(z) is 

the temperature change. Using the Sagnac effect, the FOG measures the phase difference of two beams of light wave through 

the same optical fiber with length L. One beam of light wave propagates in the clockwise direction, and the other in an 

counter-clockwise direction. Specifically, the clockwise phase delay ϕcw(t) and the counter-clockwise phase delay ϕccw(t) are 

calculated, and the Shupe error ΔϕE(Shupe) in the thermal transient state is given a differential time definition (Raab and 365 

Quast, 1995). The ΔϕE(Shupe) can be calculated by: 
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Where T(z,t) is the temperature change rate in the fiber loop (T(z,t) = ∂T/∂z). Eq. (11) shows that the Shupe error reflects 

how the temperature gradient affects the FOG measuring accuracy. To sum up, the Shupe error ΔϕE(Shupe), induced by the 

temperature field variation in the transient state, has a certain effect on the output light intensity, I, of the FOG in that it 370 

reduces the measuring accuracy of FOG inclinometer. The output light intensity, I, can be obtained as follows. 

   ShupeII SS   cos10      (12) 

3.4.2 Error compensation formula of FOG in temperature field 

Under the joint action of Shupe error ΔϕE(Shupe) and the additional phase shift ϕΔL in the transient state, an error will occur 

in the Sagnac phase shift ϕS. Based on the previous analysis of Shupe error, this section was attempted to deduce the error 375 

formula in the thermal transient state, and then the FOG error compensation formula in the temperature field. 

Due to the temperature field and the thermal stress in the FOG, the fiber loop length L changes by a certain degree. Hence, 

L/d≫1, with d being the diameter of the fiber. By the definition of the thermal expansion coefficient (Sokolov et al., 2015), 

the thermal expansion coefficient α of the optical fiber in the thermal transient state can be expressed as: 

 
  tzTdz
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in Eq. (13), z is a point on the optical fiber loop of the FOG. Then, the linear deformation of the fiber loop ΔL leads to 

a Sagnac equivalent phase shift ϕΔL: 
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It can be seen that ΔϕS(Shupe) in the thermal transient state is correlated with the linear expansion coefficient, α, and 385 

effective refractive index, neff, of the optical fiber: ΔϕS (Shupe)=F(α,   , neff). Then, Eq. (14) and Eq. (15) are derived by 

finding the partial derivatives of α and neff, and Eq. (14) and Eq. (15) respectively depict the effect of the Sagnac phase 

shift in thermal transient state caused by the linear deformation and refractive index variation of the optical fiber; the 

linear expansion coefficient, α, is determined by the material of the fiber. 
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On the premise of using the same material fiber, and combining this with Eq. (11), Eq. (16) and Eq. (17), error theory 

analysis shows that the factors affecting the Shupe error of the FOG in a thermal field are mainly the temperature change rate, 

the effective refractive index and the angular velocity. Therefore, these formulas serve as the guide for FOG error 

compensation in a thermal field, effectively paving the way for a rational error compensation plan. 395 

4 Engineering application 

4.1 Engineering application in the CCSD SK-2 east borehole 

4.1.1 CCSD SK-2 east borehole 

The Continental Scientific Drilling Project in the Songliao Basin, aimed to investigate deep geothermal energy, establish a 

deep stratigraphic structure profile, seek geological evidence of Cretaceous climate change and to develop deep detection 400 

techniques. This was the third international Continental Scientific Drilling Project funded by the China Mainland Scientific 

Drilling Program (ICDP) (Wang et al., 2013; Wang et al., 2017). As the main borehole of this project, the SK-2 east 

borehole was designed to reach a depth of 6400m, in order to penetrate the Cretaceous strata and reach the base of the basin. 

It is located about 0.25km southeast of Jiqing Village, Yangcao Town, Anda City, Heilongjiang Province (Zou et al., 2016; 

Zhu et al., 2018). The main scientific objectives of logging the CCSD SK-2 east borehole are: (1) to provide complete and 405 

continuous petrophysical parameters and well-side structural parameters for use in the establishment of a Cretaceous 

continental sedimentary study at the geophysical exploration “scale”; (2) to explore the relationship between the global 

greenhouse climate and environmental changes using logging information during the Cretaceous period from 65 million to 

140 million years; (3) to carrying out reservoir division and oil and gas evaluation for key hydrocarbon-bearing horizons; (4) 

to provide the basic information necessary for the full-scale long-term observation and experimental research of the CCSD 410 

SK-2 east borehole in the future (Xu, 2004; Gao et al., 2015; Zou et al., 2018). 

Geophysical logs played an important role in the subsequent geoscience research because very few core samples were 

recovered over the Upper Cretaceous intervals (i.e., Spud 1 and Spud 2). After the borehole was drilled, just 2 uncased and 

cased borehole logging operations (using Beck Atlas's ECLIPS-5700 and Halliburton's EXCELL-2000) were carried out in 

the Upper Cretaceous intervals using advanced imaging logging tools (Zou et al., 2016). Therefore, DTMI's Engineering 415 

application was selected for the SK-2 east borehole, to test the performance in the high temperature and high pressure of the 
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scientific detection wells, and to test the startup performance and overall performance of the power supply in the low 

temperature field environment (The ambient surface temperature is about −2°C at the SK-2 east borehole). 

4.1.2 Testing steps 

The engineering application time was on October 15-16, 2017. At that time, the construction depth of SK-2 east borehole has 420 

exceeded 6200m, the depth of the casing is 5905m, the specific gravity of the mud was 1.46, and the pressure of the mud 

column at the bottom of the well exceeded 90MPa. The bottom temperature exceeded 200 °C. Under the suggestion of the 

construction party, the application test was carried out in the casing section, using two DTMIs at the same time, and the 

measurement was carried out at intervals of 500 m. A photo of the DTMI used in this engineering application is shown in 

figure 22. 425 

 

Figure 22: Photo of DTMI which apply to SK-2 east borehole. 

The main contents of the engineering application were three methods: a closed water test, downward trajectory measurement, 

and upward trajectory measurement. The purpose was to test the sealing, pressure, thermal insulation performance, and 

reliability of the measurement data of the DTMI. 430 

(1) Closed water test 

The closed water test is a pilot test, to verify the sealing performance of the pressure probe and to investigate the inside of 

the hole. In order to prevent the core measuring component, based on the FOG, from being damaged due to seal failure, 

when the water shutoff test was carried out, the FOG movement was not placed in the pressure probe tube. Instead, a 

humidity test paper and a boiling point thermometer were placed in the tube. After the water shutoff test was completed, the 435 

measuring device was taken out and the pressure and sealing ring of the pressure-reducing probe were verified to be non-

destructive, and the inside of the pressure-exploring probe was dry and the humidity test paper showed no obvious changes. 

This indicated that the pressure-exploring tube had good sealing performance and could meet the design requirements. 

(2) Downward and upward measurement 

When preparing for measurements in the borehole, raw tape was wrapped on the connecting threaded joint and thread oil 440 

was applied to protect the thread and further improve the sealing performance, as shown in figure 23; then the downward 
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measurement was started, and the DTMI was lowered through the wire rope, or cable, of the ground gage winch, as shown in 

figure 24; after reaching the bottom of the hole, the upward measurement was started, and the measured data was stored in 

the memory of the probe; after the trajectory measurement process was finished, the internal measurement probe was taken 

out of the confining tube and metal flask, as shown in figure 25; finally, the movement probe was connected to the PC using 445 

a data line and a conversion joint, and the trajectory measurement data stored in the movement was read. Then data 

acquisition and processing were performed, thereby obtaining data on the drilling trajectory. 

 

Figure 23: Seal and install the threaded joint. 

 450 

Figure 24: DTMI downward measurement 
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Figure 25: Taking out the internal measurement probe.  

4.1.3 Data analysis 

The maximum well depth for this measurement was 5800m, and the highest temperature measured was 177.8°C. The 455 

detailed measured data of zenith angle, azimuth angle, and temperature are shown in Table 7, Table 8, and Table 9. The 

comparative analysis of the measured data gave the following results: 

(1) The zenith between the downward and upward measurements of one DTMI and between the two sets of DTMIs were in 

good agreement with each other. The result had good repeatability, with an error less than 0.15°. 

(2)When the zenith was less than 3°, the error of the azimuth data between the downward and upward measurements of one 460 

DTMI and between the two sets of DTMIs was relatively large; When the zenith was greater than 3°, the error of the azimuth 

data between downward and upward measurements of one DTMI and between the two sets of DTMIs was less than 0.15°; 

(3) In the process of downward and upward measurement, the temperature measured data of the two sets of instruments were 

consistent with each other. 

(4) The two sets of the DTMIs measured data for zenith and azimuth were compared with previous logging data. We found 465 

that the data were roughly consistent with each other, although there were certain deviations in individual points. The main 

reason for these deviations in the data may be that the previous logging data was measured in the open well, while this 

measurement was done after the casing was placed in the well. The data deviation was normal, and its accuracy is acceptable 

for deep exploration engineering and underground resources and energy engineering. 

(5) There was a deviation in the temperature data between the downward and upward measurements, mainly due to the short 470 

time of the measurement at each point (except for 5 minutes at the well bottom, 5800m. The other measurement points were 

occupied for only 30 seconds), and there was a failure of the heat to sufficiently stabilize at the temperature sensor. 

(6) The deviation between the measured temperature value at 5800m and the previous logging data was due to the fact that 

the logging data was in the open well and the original temperature waiting time reached 30 minutes. Here the measurement 

was in the casing and the waiting time was only 5 minutes. Thus the temperature sensor had not reached a temperature 475 

balance with the bottom of the well environment. 
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Figure 26(a) shows a curve of measured zenith against borehole depth, figure 26(b) shows a curve of measured azimuth 

against borehole depth and figure 26 (c) shows a curve of measured temperature against borehole depth. 

   

(a)           (b)                        (c) 480 

Figure 26: (a) Curve of measured zenith against borehole depth; (b) Curve of measured azimuth against borehole depth; (c) Curve 

of measured temperature against borehole depth. 

4.2 Engineering application in the geothermal well of Xingreguan-2, Beijing 

4.2.1 Geothermal well of Xingreguan-2 

The Xingreguan-2 well is a geothermal well within the Dolomite Formation of the Wuyueshan Formation, in the Jixian 485 

County. It is located in the Xingming Lake Resort in Daxing District, Beijing. The well location coordinates are latitude N 

39°36′48.09″ and longitude E 116°25′56.54″ (Zhao, 2011). The well is a geothermal well within the Dolomite Group of the 

Wuyueshan Formation. It was drilled for the water intake section on May 31, 2016. The completion depth is 2505.18m, the 

water output is 1549.67m3/d, and the wellhead outlet temperature is 46°C. The application time was from 14:00 to 17:00 on 

November 14, 2017, and one DTMI was used for this measurement. In order to ensure the safety of the instrument and avoid 490 
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the measurement of bare holes, the depth of this measurement was only 1750m; during decentralization and lifting of the 

instrument, measurements were made at the same depths of the well, with intervals of 200 m. 

4.2.2 Data analysis 

The maximum well depth for this measurement was 1750m, and the highest temperature measured was 43.4°C. The detailed 

measured data of the zenith angle, azimuth angle, and temperature are shown in Table 10, Table 11, and Table 12. The 495 

comparative analysis of the measured data gave the following results: 

(1) The zenith between downward and upward measurements were in good agreement with each other, and the result showed 

good repeatability, with an error of less than 0.15°; when the zenith was less than 3°, the error of the azimuth data between 

the downward and upward measurements was relatively large and when the zenith was greater than 3° (for the measuring 

points at 1000m, 1200m, 1400m, 1600m and 1750m depth), the error of the azimuth data between downward and upward 500 

measurements was less than 0.15° 

(2) In the process of downward and upward measurement, the temperature measured data of the two sets of instruments were 

consistent with each other. 

(3) The DTMI measured data for zenith and azimuth were compared with previous logging data. We found that the data 

were roughly consistent with each other, although there were certain deviations at individual points. The main reason for 505 

these deviations in the data may be that the previous logging data was measured in the open well and these measurements 

were done after the casing was placed in the well. 

Figure 27(a) shows a curve of measured zenith against borehole depth, figure 27(b) shows a curve of measured azimuth 

against borehole depth and figure 27(c) shows a curve of measured temperature against borehole depth. 

 510 
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(a)           (b)                        (c) 

Figure 27: (a) Curve of measured zenith against borehole depth; (b) Curve of measured azimuth against borehole depth; (c) Curve 

of measured temperature against borehole depth. 

 515 

5 Disccusion 

The FOG has the advantages of high measurement accuracy, small size, high sensitivity, and strong anti-interference ability. 

This is especially important for the magnetic material with the greatest influence on the trajectory measurement technology 

in geological exploration and external magnetic field interference. The DTMI, based on the FOG, can be used for borehole 

trajectory measurements in any formation conditions. The FOG used in geological and oil drilling fields, generally requires a 520 

wide operating temperature range. However, the measurement accuracy of the FOG is very sensitive to changes in ambient 

temperature, especially in deep borehole testing. The high external temperature and high-pressure environment, along with 

internal self-heating, will have an impact on the performance of the FOG. This mostly manifests as noise and drift. The noise 

directly affects the working accuracy of the fiber optic gyroscope, that is the minimum detectable phase shift, while the drift 

reflects the degree of change in the output signal. Therefore, the thermal non-reciprocal error (Shupe error) caused by the 525 
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temperature field will seriously affect the performance of the FOG inclinometer. This is characterized by poor data 

repeatability, short working time and low precision (Shupe, 1980; Kurbatov, 2013). 

Due to the Shupe error, caused by the temperature field of the FOG, it is difficult to carry out thermal simulation analysis of 

the whole structure and internal mechanism by a traditional thermal field analytical method. It is nearly impossible to 

determine the boundary range, control equation and thermal characteristics of the main components (Yang et al., 2011). In 530 

this study, the finite element method was used to analyze the heat transfer characteristics of the borehole trajectory 

measuring instrument. In Section 3.3, the Shupe error of the fiber optic gyroscope was calculated using the differential 

control equations for thermal conduction and the thermal boundary condition. The unified formula of the thermal error was 

derived. The external parameters that affect the Shupe error are mainly temperature change rate, the effective refractive 

index, and the angular velocity. Therefore, these fomulas can be used as the basis for the temperature field model 535 

establishment and error compensation experimental scheme for the internal core measurement mechanism. 

In order to reduce the influence of temperature changes on the output accuracy of the fiber optic gyroscope, the FOG error 

compensation experiment was used to establish a temperature compensation model between the parameters (temperature 

change rate, the effective refractive index, and the angular velocity) and the FOG output value, and to explore the 

mathematical relationship between them. Coefficients of the model require the FOG measurement probe to be tested on a 540 

three-axis quadrature calibration bench with a high-temperature thermostat, thereby obtaining a series of experimental data 

( Liu et al., 2019), photos of the temperature compensation experiment are shown in figure 28. 

  

(a)        (b)   

Figure 28: (a) Photo of the experiments on three-axis quadrature calibration bench; (b) Photo of the experiments in high-545 

temperature thermostat. 

Due to the higher temperature in boreholes, up to 250°C, a metal vacuum flask was used to ensure that the internal space did 

not exceed 125°C degrees (Liu et al., 2016). The temperature range of the measuring probe was set from 0°C to 120°C in the 

experiments. There are four influence factors in the FOG error compensation experiments, namely: experimental temperature 

range, temperature change rate, effective refractive index, and angular velocity. Therefore, a four-layer network structure 550 

was employed. The parameter values (number of levels) for each factor are shown in Table 13. 

Table13. Table of experimental factors and their levels 
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Factor Level Unit Value 

Temperature range 6 °C 
0~70; 10~80; 20~90; 

30~100; 40~110; 50~120 

Angular velocity 12 °/s 0; ±2.5; ±5; ±10; ±20; ±40; 80 

Effective refractive index 4 / 1.4770; 1.4719; 1.4685; 1.4680 

Temperature change rate 4 °C/min 0.5; 1; 2; 4 

The thermal error compensation experiments usually employ a network structure of three to four layers (Meng et al., 2009). 

During these experiments, we found that both full-scale design methods and orthogonal design methods were time-

consuming, and low in efficiency for FOG error compensation. For example, in the full-scale design method the number of 555 

experiments required is 6*12*4*4 = 1152. If an experiment takes 10 minutes, it will take 192 hours to complete the full-scale 

design method experiments. The time needed for these experiments was not available. Therefore, more advanced 

experimental protocols should be used to simplify the experimental process, such as a uniform design method. As an 

experimental design for space filling, the uniform design method describes a test point spread evenly throughout the test 

range, and thus, has been proposed from the perspective of uniformity (Fang, 1994). In particular, the design enables the 560 

conduct of trials with many experimental factors and a large number of levels, but with fewer trials required when compared 

to the orthogonal or comprehensive design methods (Deesuth et al 2012). Therefore, future work will involve the use of the 

uniform design method for temperature compensation experiments, establish a neural network dynamic model to compensate 

its output, improve the FOG temperature compensation accuracy and ensure the stability of the DTMI’s measured data. 

6 Conclusions 565 

A drilling hole trajectory measuring instrument, based on interference FOG is developed in this study. We examined the 

mechanical design and strength.We carried out pressure field simulation analysis for the pressure-bearing outer tube. The 

structural design of the metal thermos was examined and we carried out temperature field simulation analysis, measuring 

with the FOG in the probe The study of Shupe error compensation in the field of temperature field was carried out using 

finite element analysis, for 4 hours, in an environment where the maximum temperature does not exceed 270 ° C and the 570 

pressure does not exceed 120 MPa. Engineering applications were carried out in the CCSD SK-2 east borehole and the 

geothermal well of Xingreguan-2. Data such as azimuth, apex angle, and temperature were obtained and compared with 

results from previous logging equipment. The engineering applications proved that DTMI had good measurement accuracy 

and repeatability, high stability, and reliable measurement methods. 
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Aimed at the difficult working conditions in boreholes of hot dry rock, deep geothermal investigation drilling and ultra-deep 575 

geological drilling (up to 5000m), this instrument is based on the principle of inertia and is not affected by external electrical 

and magnetic interference. This makes up for the working blind-zone of existing technologies and instruments. Therefore, 

DTMI has great potential for the development and advances in geological drilling technology. 

The main highlights of this paper are as follows: 

(1) A method for measuring the borehole trajectory, based on a three-axis interference type fiber optic gyroscope is proposed. 580 

The two-axis orthogonal three-axis fiber gyroscope and three-axis accelerometer sensor are used to form the strapdown 

inertial navigation system. The three-axis displacement and the three-axis rotation angle can be calculated by the trajectory 

calculation model described in the text. The DTMI can be applied in strong magnetic interference mining areas and expands 

the scope of engineering applications. Compared with existing drilling trajectory measuring equipment using a fluxgate or 

single-axis and two-axis gyroscopes as sensitive devices, it is a step forward in novelty and innovation. 585 

(2) The DTMI pressure field-temperature field coupling analysis method is proposed to guide the optimal design of the 

DTMI. Using a finite element software platform, the DTMI thread parameters, the size and wall thickness of the confined 

probe, optimization of the material and structure of the metal vacuum flask were carried out Simulation analysis and 

optimization design of the pressure field-temperature field coupling effect for the whole instrument was carried out. Finally, 

the reliability and stability of the DTMI was verified by the engineering application in the CCSD SK-2 east borehole. 590 
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Table7. Measured zenith angle of CCSD SK-2 east borehole 

No
. 

Dept
h 

Previous 
data 

P 

No.1 DTMI No.2 DTMI 
Compare No.1with 

No.2 
Compare with Previous well 

logging 

Downward 
D1 

Upward 
U1 

Differen
ce 

Average 
A1 

Downward 
D2 

Upward 
U2 

Differen
ce 

Average 
A2 

D1-D2 U1-U2 A1-A2
D1-

P 
U1-

P 
A1-

P 
D2-

P 
U2-

P 
A2-

P 

1 500 0.33 0.39 0.30 -0.09 0.35 0.37 0.44 0.07 0.41 0.02 -0.14 -0.06 0.06 
-

0.03 
0.02 0.04 0.11 0.08 

2 1000 0.87 0.53 0.43 -0.10 0.48 0.39 0.37 -0.02 0.38 0.14 0.06 0.10 
-

0.34 
-

0.44 
-

0.39 
-

0.48 
-

0.50 
-

0.49 

3 1500 2.35 1.88 1.83 -0.05 1.86 1.83 1.92 0.09 1.88 0.05 -0.09 -0.02 
-

0.47 
-

0.52 
-

0.49 
-

0.52 
-

0.43 
-

0.47 

4 2000 1.48 1.11 1.18 0.07 1.15 1.19 1.08 -0.11 1.14 -0.08 0.10 0.01 
-

0.37 
-

0.30 
-

0.33 
-

0.29 
-

0.40 
-

0.34 

5 2500 1.25 1.02 0.93 -0.09 0.98 0.91 0.92 0.01 0.92 0.11 0.01 0.06 
-

0.23 
-

0.32 
-

0.27 
-

0.34 
-

0.33 
-

0.33 

6 3000 0.87 0.73 0.85 0.12 0.79 0.77 0.88 0.11 0.83 -0.04 -0.03 -0.04 
-

0.14 
-

0.02 
-

0.08 
-

0.10 
0.01 

-
0.04 

7 3500 1.27 0.88 0.98 0.10 0.93 0.83 0.93 0.1 0.88 0.05 0.05 0.05 
-

0.39 
-

0.29 
-

0.34 
-

0.44 
-

0.34 
-

0.39 

8 4000 1.38 1.47 1.33 -0.14 1.40 1.35 1.36 0.01 1.36 0.12 -0.03 0.04 0.09 
-

0.05 
0.02 

-
0.03 

-
0.02 

-
0.02 

9 4500 2.28 1.75 1.82 0.07 1.79 1.88 1.76 -0.12 1.82 -0.13 0.06 -0.03 
-

0.53 
-

0.46 
-

0.49 
-

0.40 
-

0.52 
-

0.46 

10 5000 2.98 2.91 2.85 -0.06 2.88 2.81 2.84 0.03 2.83 0.10 0.01 0.05 
-

0.07 
-

0.13 
-

0.10 
-

0.17 
-

0.14 
-

0.15 

11 5500 4.04 3.45 3.52 0.07 3.49 3.56 3.47 -0.09 3.52 -0.11 0.05 -0.03 
-

0.59 
-

0.52 
-

0.55 
-

0.48 
-

0.57 
-

0.52 

12 5800 4.24 4.27 4.27 0.00 4.27 4.26 4.26 0 4.26 0.01 0.01 0.01 0.03 0.03 0.03 0.02 0.02 0.02 

Max 
   

0.12 
   

0.11 
 

0.14 0.1 0.1 0.09 0.03 0.03 0.04 0.11 0.08 

Min 
   

-0.14 
   

-0.12 
 

-0.13 -0.14 -0.06 
-

0.59 
-

0.52 
-

0.55 
-

0.52 
-

0.57 
-

0.52 
 685 
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Table8. Measured azimuth angle of CCSD SK-2 east borehole 

No
. 

Dept
h 

Previous 
data 

P 

No.1 DTMI No.2 DTMI No.1 DTMI No.2 DTMI 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

D1-
D2 

U1-
U2 

A1-
A2 

D1-
P 

U1-
P 

A1-
P 

D2-
P 

U2-
P 

A2-
P 

1 500 294.17 292.97 296.06 3.09 294.52 295.48 294.54 -0.94 295 -2.51 1.52 -0.49 
-

1.20 
1.89 0.35 1.31 0.37 0.84 

2 1000 225.83 226.24 223.22 -3.02 224.73 227.35 226.19 -1.16 226.8 -1.11 -2.97 -2.04 0.41 
-

2.61 
-

1.10 
1.52 0.36 0.94 

3 1500 72.00 66.26 67.83 1.57 67.05 68.71 70.77 2.06 69.74 -2.45 -2.94 -2.69 
-

5.74 
-

4.17 
-

4.95 
-

3.29 
-

1.23 
-

2.26 

4 2000 49.09 46.98 49.74 2.76 48.36 50.40 52.86 2.46 51.63 -3.42 -3.12 -3.27 
-

2.11 
0.65 

-
0.73 

1.31 3.77 2.54 

5 2500 92.45 90.44 93.35 2.91 91.90 93.98 92.74 -1.24 93.36 -3.54 0.61 -1.46 
-

2.01 
0.90 

-
0.55 

1.53 0.29 0.91 

6 3000 349.39 348.42 351.27 2.85 349.85 345.48 348.40 2.92 346.9 2.94 2.87 2.91 
-

0.97 
1.88 0.46 

-
3.91 

-
0.99 

-
2.45 

7 3500 7.91 10.17 7.14 -3.03 8.66 13.45 10.31 -3.14 11.88 -3.28 -3.17 -3.22 2.26 
-

0.77 
0.75 5.54 2.40 3.97 

8 4000 11.68 10.26 12.67 2.41 11.47 13.38 14.86 1.48 14.12 -3.12 -2.19 -2.65 
-

1.42 
0.99 

-
0.21 

1.70 3.18 2.44 

9 4500 359.47 2.68 0.14 -2.54 1.41 1.94 1.14 -0.8 1.54 0.74 -1.00 -0.13 3.21 0.67 1.94 2.47 1.67 2.07 

10 5000 10.79 9.17 10.33 1.16 9.75 11.25 9.91 -1.34 10.58 -2.08 0.42 -0.83 
-

1.62 
-

0.46 
-

1.04 
0.46 

-
0.88 

-
0.21 

11 5500 11.24 12.92 11.44 -1.48 12.18 11.71 12.33 0.62 12.02 1.21 -0.89 0.16 1.68 0.20 0.94 0.47 1.09 0.78 

12 5800 20.33 20.67 20.67 0.00 20.67 19.82 19.82 0 19.82 0.85 0.85 0.85 0.34 0.34 0.34 
-

0.51 
-

0.51 
-

0.51 

Max 
   

3.09 
   

2.92 
 

2.94 2.87 2.91 3.21 1.89 1.94 5.54 3.77 3.97 

Min 
   

-3.03 
   

-3.14 
 

-3.54 -3.17 -3.27 
-

5.74 
-

4.17 
-

4.95 
-

3.91 
-

1.23 
-

2.45 
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Table9. Measured temperature of CCSD SK-2 east borehole 690 

No
. 

Dept
h 

Previous 
data 

P 

No.1 DTMI No.2 DTMI No.1 DTMI No.2 DTMI 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

Downward 
D1 

Upward 
U1 

D1-
D2 

U1-
U2 

A1-
A2 

D1-
P 

U1-
P 

A1-
P 

D2-
P 

U2-
P 

A2-
P 

1 500 38.6 36.5 44.5 8.0 40.5 36.5 45.8 9.3 41.2 0.0 -1.3 -0.7 -2.1 5.9 1.9 -2.1 7.2 2.6 

2 1000 46.0 47.3 57.3 10.0 52.3 47.1 58.5 11.4 52.8 0.2 -1.2 -0.5 1.3 11.3 6.3 1.1 12.5 6.8 

3 1500 59.0 62.2 70.2 8.0 66.2 62.3 71.8 9.5 67.1 -0.1 -1.6 -0.9 3.2 11.2 7.2 3.3 12.8 8.1 

4 2000 74.7 77.4 83.7 6.3 80.6 78.6 84.8 6.2 81.7 -1.2 -1.1 -1.1 2.7 9.0 5.9 3.9 10.1 7.0 

5 2500 88.1 90.5 96.0 5.5 93.3 91.8 97.2 5.4 94.5 -1.3 -1.2 -1.2 2.4 7.9 5.2 3.7 9.1 6.4 

6 3000 
 

104.6 109.7 5.1 107.2 106.1 111.3 5.2 108.7 -1.5 -1.6 -1.5 
      

7 3500 
 

116.8 121.3 4.5 119.1 118.2 122.6 4.4 120.4 -1.4 -1.3 -1.3 
      

8 4000 
 

129.3 134.2 4.9 131.8 130.9 135.6 4.7 133.3 -1.6 -1.4 -1.5 
      

9 4500 162.0 141.0 145.6 4.6 143.3 142.7 147.3 4.6 145.0 -1.7 -1.7 -1.7 
      

10 5000 172.9 156.1 159.6 3.5 157.9 157.7 160.9 3.2 159.3 -1.6 -1.3 -1.4 
-

16.8 
-

13.3 
-

15.0 
-

15.2 
-

12.0 
-

13.6 

11 5500 182.3 169.0 171.9 2.9 170.5 170.6 173.6 3.0 172.1 -1.6 -1.7 -1.6 
-

13.3 
-

10.4 
-

11.8 
-

11.7 
-8.7 

-
10.2 

12 5800 185.5 177.5 177.5 0.0 177.5 177.8 177.8 0.0 177.8 -0.3 -0.3 -0.3 -8.0 -8.0 -8.0 -7.7 -7.7 -7.7 

Max 
   

10.0 
   

11.4 
 

0.2 -0.3 -0.3 3.2 11.3 7.2 3.9 12.8 8.1 

Min 
   

0.0 
   

0.0 
 

-1.7 -1.7 -1.7 
-

16.8 
-

13.3 
-

15.0 
-

15.2 
-

12.0 
-

13.6 
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Table10. Measured zenith angle of Xingreguan-2 well, Beijing 

No. Depth (m) 
Previous well 

Logging P 

No.1 DTMI Compare DTMI with logging 

Downward D1 Upward U1 Difference Average A1 D1-P U1-P A1-P 

1 200 0.36 0.3 0.34 0.04 0.32 -0.06 -0.02 -0.04 

2 400 0.37 0.34 0.31 -0.03 0.33 -0.03 -0.06 -0.04 

3 600 0.66 0.69 0.62 -0.07 0.66 0.03 -0.04 0.00 

4 800 2.35 1.62 1.53 -0.09 1.58 -0.73 -0.82 -0.77 

5 1000 3.47 3.43 3.5 0.07 3.47 -0.04 0.03 0.00 

6 1200 4.42 4.97 5.12 0.15 5.05 0.55 0.70 0.63 

7 1400 3.16 3.6 3.54 -0.06 3.57 0.44 0.38 0.41 

8 1600 4.65 5.12 5.27 0.15 5.2 0.47 0.62 0.55 

9 1750 5.16 5.67 5.67 0 5.67 0.51 0.51 0.51 

Max 
   

0.15 
 

0.55 0.7 0.63 

Min 
   

-0.09 
 

-0.73 -0.82 -0.77 

 695 

Table11. Measured azimuth angle of Xingreguan-2 well, Beijing 

No. Depth (m) 
Previous well 

Logging P 

No.1 DTMI Compare DTMI with logging 

Downward D1 Upward U1 Difference Average A1 D1-P U1-P A1-P 

1 200 181.95 170.71 165.24 -5.47 167.98 -11.24 -16.71 -13.97 

2 400 140.98 148.9 152.51 3.61 150.71 7.92 11.53 9.73 

3 600 192.78 183.9 188.98 5.08 186.44 -8.88 -3.80 -6.34 

4 800 186.62 181.67 187.39 5.72 184.53 -4.95 0.77 -2.09 

5 1000 186.68 184.97 186.26 1.29 185.62 -1.71 -0.42 -1.06 

6 1200 203.06 200.44 201.77 1.33 201.11 -2.62 -1.29 -1.95 

7 1400 202.06 203.4 202.34 -1.06 202.87 1.34 0.28 0.81 

8 1600 192.46 191.46 193.16 1.70 192.31 -1.00 0.70 -0.15 

9 1750 203.33 203.85 203.85 0.00 203.85 0.52 0.52 0.52 

Max 
   

5.72 
 

7.92 11.53 9.73 

Min 
   

-5.47 
 

-11.24 -16.71 -13.97 
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Table12. Measured temperature of Xingreguan-2 well, Beijing 

No. Depth (m) 
Previous well 

Logging P 

No.1 DTMI Compare DTMI with logging 

Downward D1 Upward U1 Difference Average A1 D1-P U1-P A1-P 

1 200 20.40 20.0 20.7 0.70 20.4 -0.4 0.3 0.0 

2 400 26.27 25.8 26.5 0.70 26.2 -0.5 0.2 -0.1 

3 600 32.56 31.3 31.6 0.30 31.5 -1.3 -1.0 -1.1 

4 800 33.68 33.1 33.2 0.10 33.2 -0.6 -0.5 -0.5 

5 1000 34.63 34.5 34.6 0.10 34.6 -0.1 0.0 0.0 

6 1200 36.54 36.7 36.9 0.20 36.8 0.2 0.4 0.3 

7 1400 38.37 38.8 39.1 0.30 39.0 0.4 0.7 0.6 

8 1600 40.40 41.2 41.6 0.40 41.4 0.8 1.2 1.0 

9 1750 41.77 43.4 43.4 0.00 43.4 1.6 1.6 1.6 

Max 
   

0.7 
 

1.6 1.6 1.6 

Min 
   

0.0 
 

-1.3 -1.0 -1.1 
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